WIMBA Device Care Guide

Components & Cleaning

Your WIMBA custom-made device will possibly need parts
replaced after 12-24 months. If there is a component of the
device that becomes damaged or in question, please reach out
to your WIMBA Provider to discuss if a replacement of a part or
all of the device is needed.

above the knee

The cost of the replacement component depends on the part
needing replaced and delivery time will vary depending on the
situation.

Orthotic Components

Understanding the components of your pet's device is
important for proper use and maintenance. From straps and
inserts/cushions to hinges and tokens, each part plays a vital
role in providing support and comfort.
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Shell: the stifle frame is typically made up of 3 shells that
can all disconnect (see fitting guide for more details)

Axis: part of the carpal & tarsal device frame that are
positioned on the medial (inner) and lateral (outer) sides of
the limb
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above the paw

Hinges: the axis is connected to hinges, which should be in
line with the center of the joint, and is also where the tokens
are attached

Straps: are adjustable, allowing for WIMBA STIFLE ORTHOSIS

ease of placement on the animal’s
limb as well as a better overall fit

snap-fastening straps
Tokens: placed in the center of the
hinge, and used to control the range
of motion in the joint

IMPORTANT:
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IMPORTANT:
All WIMBA orthotics and prosthetics are considered medical devices, prescribed by licensed clinicians.
Failure to follow directions could result in injury to the animal, device damage or need for device replacement



WIMBA Device Care Guide

Components & Cleaning (continued)

Inserts (cushions): sponge-like spacer cushions that make up the
inserts, which allow the orthosis to be placed securely and
comfortably to the animal’s limb.

Pins: these help secure the inserts (cushions) to the frame-
comes with spare mounting pins in case they are lost*.

* Mini version of the product does not include mounting pins to
avoid skin irritation. Tarsal tendon section does not have pin
attachment for safety.

Caring for your pet's device is essential for maintaining its effectiveness and longevity. From cleaning
and storage to monitoring for signs of wear and tear, proper maintenance ensures that the device
continues to provide the support needed day after day.

See the Do’s and Don’t chart below for practical guidelines for keeping
your pet's orthotic in top condition:

Cleaning Cleonin

- Don't allow the dog to wear dirty orthosis as it can lead
Clean the orthosis after contact with sand, soil, P
mud,g I e to skin irritations or the growth of fungi and bacteria.

o )|
Hand-clean the orthosis with lukewarm water and o

‘)f. Don't use strong chemicals or put the orthosis in the

- X

)ﬂ Don't use dryers as they can alter the structural
integrity of the orthosis.

Allow the orthosis to air dry.

Don't modify the structure of the orthosis.

Monitor your dog's behavior and condition while
wearing the orthosis - check for behavioral and
physical signs of discomfort.

; Don't leave your dog unattended with the orthosis on -
A there's a high risk of biting on the orthosis, swallowing
small objects, or health hazards.

Don't leave device In direct sunlight.

IMPORTANT:
Keep the small parts of

" this device stored in a safe

place away from children

& pets at ALL TIMES



